Ultrasound Diffraction Tomography (UDT) is an important alternative to conventional B-mode imaging. Generally, in diffraction tomography, the most universal available computational strategies for reconstructing the object from its projections are interpolation in the frequency domain and interpolation in the space domain. They are analogous to the direct Fourier inversion and backprojection algorithms of straight ray tomography. In this paper two B-spline interpolation functions are introduced. Due to the computational expenses in the space domain interpolation, we apply the interpolation in the frequency domain to implement our new interpolation functions. We also compare our results with filtered backprojection algorithm result. The validity and feasibility of our method was tested using an agar phantom to mimic the human tissue, olive to mimic the cancer, and water to mimic the cyst. The experimental results show that this method has a promising impact in clinical applications.
Introduction
X-ray Tomography has a wide range of clinical applications. Because of their radiation hazards, more attention has been given to ultrasound and microwave imaging (MI). B-scan imaging has widespread clinical applications [1] . However, it lacks the quantitative aspects of computed tomography.
In straight ray tomography, Fourier slice theorem is applied [2] , which states that Fourier transform of a projection is equal to a slice of two-dimensional Fourier transform of the object. On the other hand, when ultrasound is used, the diffraction effect can not be ignored; in this case the energy does not propagate along straight lines. This makes the tomography with diffracting sources more challenging.
The analogy of Fourier Slice Theorem is Fourier Diffraction Theorem [2] - [6] , which states as follow: When an object is illuminated with a plane wave as shown in Fig. 1 , Fourier transform of the forward scattered fields measured on line TT' gives the values of 2-D Fourier transform of the object along a circular arc. Ultrasound computerized tomography (UCT) was introduced in [7] - [10] . However, relatively large wavelength associated with typical ultrasound sources result in diffraction of sound wave as it propagates through the object being scanned. Thus, the projections are not line integral. As a result, standard X-ray reconstruction algorithms can not be applied to ultrasound tomography, such as filtered backprojection [11] , hence diffraction tomography plays an important roles in ultrasound [12] - [14] . There are two computational strategies for reconstructing the object from its projections. These are interpolation in the frequency domain and interpolation in the space domain [15] . The computational expense of the space domain interpolation of diffracted projections makes frequency domain interpolation more preferable for diffraction tomography reconstruction [16] . In this work, frequency domain interpolation algorithm using B-spline function is introduced.
Diffraction Tomography
When an object is illuminated with a monochromatic (single wavelength) plane wave, such as ultrasound or microwave, having angle φ with x-axis, and the total field is measured on line TT', then Fourier transform of the forward scattered field gives values of the arc as shown in Fig. 1 .
Suppose that the object is immersed in water medium, and the incident wave is at an angle φ, then the total field u φ is:
Where u s,φ is the scattered field, and u i,φ is the incident wave defined as:
Where U 0 is the amplitude of the incident wave. k 0 is the wave number, which equal to 2π/λ, λ is the wavelength.
Our goal is to find a relationship between the scattered field and the object. In order to achieve the above goal, we must solve the inhomogeneous Helmholtz equation:
To solve the above equation, we take the Born approximation, which assumes that |u s |<<|u i |, [13] , [17] . In this case, Fourier transform U s (κ) of the scattered field measured on the line η = l as shown in Fig. 1 , is related to the Fourier transform of the object by the following equation, [2] . 
Where O φ (κ) is the Fourier transform of the object evaluated along a semicircle of radius k 0 given by:
According to (5) , it is clear that the rotation of the object from φ = 0 to 2π yields the 2-D Fourier transform of object on disk with radius 2k . Due to the finite number of the scan angles, the values of O(u, v) can be obtained at some sample points on this disk. In order to reconstruct the object function from these samples, an algorithm based on B-spline interpolation has been proposed.
Image Reconstruction
In this work, interpolation in the frequency domain is used. It finds the object function from direct 2-D inversion of the frequency domain information. This requires the frequency domain samples to be available on a rectangular grid. However, equation (5) provides the samples over circular arcs. Thus, the data on the rectangular grid is found with interpolating the samples over the arcs. Scanning at angles from 0 to 2π, the arcs AO and OB in Fig. 1 span the same disk independently, i.e. there is double coverage of the frequency domain. The frequency samples for arcs (either AO or OB) are uniform in the parameters (k,φ), whereas their combination would not present a uniform distribution. For interpolation, a relationship between (u,v) and (k,φ) is needed. As arcs AO and OB covers the same points (double coverage), there would be two separate relationships. Let (k 1 ,φ 1 ) and (k 2 ,φ 2 ) denote the points generated by AO and OB, respectively, and convert (u,v) to polar coordinate (w,θ) as:
From [2] , (k 1 ,φ 1 ) is given by:
And (k 1 ,φ 2 )
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The reconstruction algorithm introduced here uses 2-D B-spline interpolation techniques defined as:
Where B i,k is the B-spline function of order k, with k = 2 for bilinear interpolation, and k = 4 for bicubic interpolation, as show in the following equations: 
Results and Discussion
In order to check the feasibility and validity of the proposed algorithm, we apply our method to a synthetic phantom and agar phantom. All algorithms and calculations are implemented under MATLAB.
Synthetic Phantom
To evaluate the proposed algorithm, a Shepp-Logan phantom is used [18] . This phantom is a superposition of ellipses as shown in Fig. 2 . For simplicity, we assume that we use a monochromatic wave. Fig . 3 shows the reconstructed images using the proposed algorithm (B-spline bilinear and bicubic interpolations) and the backprojection algorithm too. From Fig. 3 , it is clear that our method improves the quality of the reconstructed image. We also examine the effect of the number of projections. Although the backprojection method has better contrast Fig. 3 (C) , with same number of projections we found that our method has better spatial resolution. Fig. 4 shows that the bicubic interpolation gives a fine approximation. Also, we examine the effect of the noise to our method. We consider the object as a noise-contaminated image having a signal to noise ratio (SNR) equal to 2.8 as shown in Fig. 5 (A) , and we estimate the SNR for each method as shown in Table 1 .
From Table 1 , we observe that the Bicubic interpolation have a highest signal to noise ratio. Also we calculated the absolute error of each method, and we found that, as shown in Fig. 6 , bicubic interpolation gives least absolute error. 16 Diffraction Tomography: It's Application in Ultrasound 
Agar Phantom
A 3% agar phantom with 8% glycerol was used to mimic the human tissues. In this experiment we used two agar phantoms, one with olive inside to represent the cancerous tissues, and the other one for the cyst as shown in Fig. 7 . Fig. 8 shows the reconstructed images for olive-agar phantom and water-agar phantom. 
Conclusion
The interpolation is computed in frequency domain, and the proposed interpolation functions are examined. From the results, we conclude that the bilinear and bicubic interpolation improve the reconstructed image quality and relatively noise independent, as well as they have a better spatial resolution and relatively high SNR. The feasibility was tested using two agar phantoms (water-agar and olive-agar). From the experimental results we conclude that this method is promising in clinical applications. In the future work one can take more realistic situation by taking into consideration that the incident wave (ultrasound wave) is non-monochromatic wave (have more than one wavelength).
